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Abstract: To determine the reliability
ofconcentric quadriceps muscle torque
at 30 ', 60 ', and 75 ° of knee extension,
25female university students were stud-
ied. Each subject was tested on the
Kin-Com isokinetic dynamometer on 2
separate days, 7 days apart. The
dynamometer's speed was set at 60 7s.
Intraclass correlation coefficients for
30', 60', and 75' were 0.84 (p<.OJ),
0.87 (p<.O1), and 0.83 (p<.O1), respec-
tively. The standard errors of the mea-
sure were 5.92 N.m, 7.65 N.m, and 7.35
N.m, respectively. Based on the instru-
mentation and protocol used in this
study, we believe angle-specific torques
have good reliability. Because of the
error size, clinicians using similar
methodology to determine angle-spe-
cific torques should be cautious when
comparing differences between angle-
specific torques of less than 12 to 16
N.m.
S! everal studies have reported the
reliability of the Kinetic Com-
municator II (Kin-Com)
isokinetic dynamometer (Chattecx
Corp, Hixson, Tenn). Farrell et a13 es-
tablished the mechanical reliability of
the Kin-Com in both static and dynamic
modes. Other studies have established
the reliability of concentric and eccen-
tric peak torque (PT) values ofthe quad-
riceps muscle group.6'8'9 However, the
reliability of torque values at a specific
point in the range of motion (angle-spe-
cific torques) has not been clearly estab-
lished.
Angle-specific torques are of value
to the clinician because they allow as-
sessment of muscle function at a spe-
cific point in the range of motion. This
is useful when the clinician suspects or
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is aware ofa strength deficit at a specific
point in the range of motion. Several
studies have examined the issue of
angle-specific torques. 1.4-6 Two of
these studies used the Cybex II (Lumex
Inc, Ronkonkoma, NY) and used coef-
ficients of variation to suggest that
angle-specific torques are of less value
than peak torques in the assessment of
muscle function.4'5 However, neither of
these studies examined whether angle-
specific torques had any value in assess-
ing muscle function at a specific point
in the range of motion. Furthermore,
neither study examined the test to retest
reliability of angle-specific torques.
Bohannon and Smith' also examined
the reliability of angle-specific torques
on the Cybex II and concluded that this
isokinetic measurement was reliable;
however, they used intrasession reli-
ability, not intersession reliability.
Therefore, these three studies have not
established angle-specific torque inter-
session reliability.
More recently, Kues et al,6 reported
that angle-specific torque intersession
reliability was very high at a variety of
velocities and joint angles using the
Kin-Com. However, they did not use
the manufacturer's recording hardware
and software to establish these reliabilit-
ies. Therefore, it is unclear whether cli-
nicians can expect reliable
angle-specific torques using the Kin-
Com's standard instrumentation. This
study determined concentric knee inter-
session test/retest reliability at knee
joint angles of 30', 60', and 75', using
standard Kin-Com instrumentation.
Methodology
Twenty-five healthy university grad-
uate and undergraduate female students
participated in the study (age=21.0+1.5
yr, ht=166.6±5.7 cm, wt=59.8±5.0 kg).
None of the subjects had a prior history
of injury to the tested knee, nor experi-
ence on the dynamometer within 6
months prior to the study. We obtained
informed consent from all subjects.
The measuring instrument was the
Kinetic Communicator II, with version
2.4 software. We used the
manufacturer's standard lever arm and
pad attachments for knee joint testing.
Data were collected on the right quadri-
ceps with subjects in the seated position
on two occasions, 7 days apart. We
averaged three maximal repetitions for
each subject on each day. Using a go-
niometer, we set knee extension at 0'.
This was then entered as the zero joint
angle. Each repetition started at 90' of
knee flexion and stopped at 0' of knee
flexion. The speed of the dynamometer
was set at 60'/s. The minimal force
needed to initiate dynamometer motion
(preload) was set at 25 N and the mini-
mal force needed to maintain dyna-
mometer motion was set at 20 N.
Gravity correction was performed with
the knee at 0' of extension.
We stabilized subjects with straps at
the hip, thigh, and tibia. We aligned the
dynamometer's axis of rotation with the
lateral epicondyle of the femur and
placed the tibial pad just above the mal-
leolus.
Before data collection on day 1, we
asked subjects to perform three sub-
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maximal warm-up contractions fol-
lowed by one maximal warm-up con-
traction. During the assessment
process, subjects placed their arms
across their chests and were instructed
to kick out with maximal effort before
each repetition.
We extracted data using the average
torque curve by moving the value
marker to the 30°, 60°, and 750 joint
angles and recording the torque values
at each of these points along the torque
curve (Fig 1). We analyzed the data
using a one-way repeated measures
analysis of variance (ANOVA) and cal-
culated intraclass correlation coeffi-
cients (ICCs) using the Shrout and
Fleiss7 ICC formula (2,k). We calcu-
lated standard errors of the measure by
multiplying the standard deviation of
the angle-specific torque scores of each
angle by the square root of 1-R.
Results
The mean scores and the standard
error of the means for all three positions
are presented in Table 1. The test/retest
ICC for 300 was R=0.84 (p<.01). For
600 and 750, the ICC was R=0.87
(p<.01) and R=0.83 (p<.01), respec-
tively. The standard errors of the mea-
sure were 5.92 N-m, 7.65 N.m, and 7.35
N.m at 30°, 60°, and 75°, respectively.
Test Retest
Angle Mean SE Mean SE
300 77.96 3.15 81.72 2.97
600 125.48 4.42 128.72 4.40
750 116.04 3.82 117.56 3.59
Discussion
The major finding of our study was
that the angle-specific torques at all
three joint positions had good reliabil-
ity. This is supported by ICC values
ranging from 0.83 to 0.87 and by rela-
tively small standard errors of measure-
ment. Standard errors of measurement
are useful in determining whether the
difference between a test and a retest is
due to true change or error. For exam-
ple, if an angle-specific torque at 60° on
day 1 is 110 N-m and on day 2 is 120
Nom, a clinician can be reasonably cer-
tain that the difference is due to error
and not true change because the 120
N-m is not greater than two standard
errors from 110 N.m, ie, 110±15.3 N.m.
It has been suggested that "a relatively
high ICC may not reflect an acceptable
measurement if the SEM suggests that
the precision of the measurement is not
|SAS.* 1.1 1
acceptable for the intended purpose."2
These results differ from the conclu-
sions of Kannus and Kaplan4 and
Kannus and Yasuda,5 whose studies
only reported coefficients of variation
and not test-retest reliability. One pos-
sible explanation is that both of the
above studies used single best values for
angle-specific torques instead of the
mean of three repetitions.
The ICC values for our study are
considerably lower than those of Kues
et al,6 possibly due to differences in test
protocol, data acquisition, and data
analysis. The two main differences be-
tween protocol are: first, their subjects
had 2 complete days of practice before
beginning testing. Additionally, during
each of the practice sessions, each sub-
ject performed six repetitions under
eight different isokinetic conditions.
This total of 96 repetitions on the dyna-
mometer prior to testing compares to
four practice repetitions in our study.
Thus, their subjects had substantially
more experience with the dynamometer
than ours did. Second, there was a dif-
ference in the number of days between
the test and retest sessions. Kues et al
had amaximum of4 days between tests,
whereas we provided a minimum of 7
days between test sessions. This may
have resulted in our subjects having a
greater decrease in familiarity with the
dynamometer on the second day than
theirs did, thus producing.lower corre-
lation coefficients in our investigation.
The high coefficients reported by
Kues et al may also be related to modi-
fications in the external equipment used
for data collection. They cited a per-
sonal communication that suggested the
Kin-Com's sampling rate of 100 Hz is
too low and thus does not produce an
accurate representation of the torque
curve. To address this concern, they
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used external instrumentation to sample
at 500 Hz. The current Kin-Com sam-
pling rate may indeed be too low; how-
ever, this seems irrelevant since
clinicians do not have the benefit of the
higher sampling rate. Therefore, with
respect to standard instrumentation, our
study may more accurately represent
the reliability of a clinician's measure-
ments than theirs.
Another possible explanation for the
lower correlations in our study was the
method of deriving the angle-specific-
torque values. Kues et al examined four
curves from each test condition and then
selected the highest angle-specific
torque value of the four. We used the
average value of three curves. The av-
eraging process in our study should
have stabilized the scores and thus pro-
duced a more reliable measure. It is
possible that their scores were more re-
liable, because they more accurately
represented the true scores. Addition-
ally, insufficient practice in our study
might have obscured the effects of av-
eraging.
A final concern related to the proto-
col employed by Kues et al is the time
required to test the subjects. It is likely
that their protocol contributed to higher
reliability of measurement. However,
their protocol may not be realistic for
the busy clinician involved in a variety
of activities, in addition to the isokinetic
assessment of any number of patients.
In summary, these results indicate
that our protocol combined with the
standard Kin-Com hardware and soft-
ware produced angle-specific torques
with good reliability and relatively
small standard errors of measurement.
Nevertheless, the standard errors are
large enough that clinicians should be
cautious in interpreting changes that are
within two standard errors of the mea-
sure of each other.
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